3. Preliminary results. - The first tests were carried out at an accelerating potential of 15 kV and by using a modulator with a maximum amplitude of 3 kV. For the form of the modulating voltage, only terms of the 2nd order of the series (4) were taken into consideration. The observed pulse width was considerably larger than the calculated value and it could be shown that this was mainly due to the differences in the flight path in the einzel lens. At the present time the lens system is to be altered such that the focussing will predominantly be effected by the accelerating lens and the einzel lens will be needed only for minor correc- tions.
